Shotgun lipidomic analysis of chemically sulfated sterols compromises analytical sensitivity

Recommendation for large-scale global lipidome analysis

Casanovas, Albert; Hannibal-Bach, Hans Kristian; Jensen, Ole Nørregaard; Ejsing, Christer S.

Published in:
European Journal of Lipid Science and Technology

DOI:
10.1002/ejlt.201400451

Publication date:
2014

Document version
Publisher's PDF, also known as Version of record

Citation for published version (APA):
Letter to the Editor

Shotgun lipidomic analysis of chemically sulfated sterols compromises analytical sensitivity: Recommendation for large-scale global lipidome analysis

Albert Casanovas, Hans Kristian Hannibal-Bach, Ole N. Jensen and Christer S. Ejsing

Department of Biochemistry and Molecular Biology, University of Southern Denmark, Odense, Denmark

Keywords: Sensitivity / Shotgun lipidomics / Sterol sulfation

Received: September 12, 2014 / Accepted: September 26, 2014

DOI: 10.1002/ejlt.201400451

Shotgun lipidomics affords comprehensive and quantitative analysis of lipid species in cells and tissues at high-throughput [1−5]. The methodology is based on direct infusion of lipid extracts by electrospray ionization (ESI) combined with tandem mass spectrometry (MS/MS) and/or high resolution Fourier transform mass spectrometry (FTMS) for identification and quantification of lipid species [6]. Shotgun lipidomics affords extensive lipidome coverage by combining the analysis of lipid extracts in positive and negative ion mode [1, 3]. Notably, sterols such as cholesterol and ergosterol exhibit low ionization efficiency in ESI [7]. For this reason, chemical derivatization procedures including acetylation [8] or sulfation [9] are commonly implemented to facilitate ionization, detection and quantification of sterols for global lipidome analysis [1−3, 10].

In the course of large-scale lipidomic analyses using an LTQ Orbitrap XL mass spectrometer (Thermo Scientific) equipped with a robotic nanoESI source TriVersa NanoMate (Advion Biosciences), we observed a pronounced decrease in the sensitivity of negative ion mode analysis following repeated injections of samples subjected to chemical sulfation. This decrease in sensitivity was observed only for negative ion mode analysis of lipid species in underivatized lipid extracts. No decrease in sensitivity was observed for negative ion mode analysis of chemically sulfated sterols or for positive ion mode analysis of lipid species in underivatized lipid extracts.

To investigate the decrease in analytical sensitivity in further detail we (i) spiked a yeast lysate with internal standards and executed two-step lipid extraction as previously described [3] for the partition of apolar and polar lipids, (ii) subjected the apolar lipid extract (containing sterols) to chemical sulfation [2, 9], and (iii) infused the sulfated sample in batches of ten repeated injections and monitored the intensity of chemically sulfated sterols by negative ion mode FTMS. To monitor the decrease in sensitivity we analyzed the underivatized polar lipid extract [containing phosphatidylinositol (PI) as well as other polar lipids [3]] by negative ion mode FTMS before and after each batch of ten repeated injections of the sulfated sample. This analysis showed a progressive loss of sensitivity for negative ion mode analysis of lipid species in the underivatized polar lipid extract. To exemplify this effect, the intensity of PI 34:1, an abundant glycerophospholipid species in yeast [3, 10], was reduced more than 20-fold after 30 injections of the sulfated sample (Fig. 1a). More importantly, since an intensity threshold is routinely used in shotgun lipidomics data processing [11], the decrease in sensitivity translated into a decrease in the number of lipid species identified and quantified (data not shown). Notably, the intensity of chemically sulfated sterols was unaffected (Fig. 1b). As we had previously observed that the sensitivity of positive ion mode analysis was not affected, we transiently switched the polarity to positive for 1 h and subsequently reverted it to evaluate whether the sensitivity of negative ion mode analysis was restored. This polarity switch partially restored the sensitivity (>40%, in the case of PI 34:1) for negative ion mode analysis of lipid species in the underivatized polar lipid extract (Fig. 1a). Based on these results, we recommend that global shotgun lipidomic experiments employing chemical sulfation of sterols use a specific sequence of MS analyses where the analysis of sulfated samples is scheduled at the end of all other analyses in order not to compromise analytical sensitivity (Fig. 2).

In conclusion, here we: (i) demonstrate that shotgun lipidomic analysis of sample extracts subjected to chemical sulfation can prompt a pronounced loss of sensitivity for negative ion mode analysis of underivatized lipid extracts;
(ii) show that changing polarity is a way to overcome this analytical problem; and (iii) recommend that analysis of chemically sulfated lipid extracts is scheduled at the end of all other analyses in order not to compromise sensitivity and data quality of large-scale global lipidome analyses.

We are grateful to Maria Carvalho for providing the protocol for chemical sulfation of sterol lipids. This work was supported by Lundbeckfonden (R44-A4342, R54-A5858, CSE), the Danish Council for Independent Research | Natural Sciences (10-094213, AC; 09-072484, CSE), and a Marie Curie Intra European Fellowship (AC).

The authors have declared no conflict of interest.

References


