Assessment of biopsy-proven liver fibrosis by two-dimensional shear wave elastography
An individual patient data based meta-analysis

Herrmann, Eva; de Lédinghen, Victor; Cassinotto, Christophe; Chu, Winnie C-W; Leung, Vivian Y-F; Ferraioli, Giovanna; Filice, Carlo; Castera, Laurent; Vilgrain, Valérie; Ronot, Maxime; Dumortier, Jérôme; Guibal, Aymeric; Pol, Stanislas; Trebicka, Jonel; Jansen, Christian; Strassburg, Christian P; Zheng, Rongqin; Zheng, Jian; Francque, Sven; Vanwolleghem, Thomas; Vonghia, Luisa; Manesis, Emanuel K; Zoumpoulis, Pavlos; Sporea, Ioan; Thiele, Maja; Krag, Aleksander; Cohen-Bacrie, Claude; Criton, Aline; Gay, Joel; Deffieux, Thomas; Friedrich-Rust, Mireen

Published in:
Hepatology

DOI:
10.1002/hep.29179

Publication date:
2018

Document version
Publisher's PDF, also known as Version of record

Document license
CC BY-NC-ND

Citation for published version (APA):

General rights
Copyright and moral rights for the publications made accessible in the public portal are retained by the authors and/or other copyright owners and it is a condition of accessing publications that users recognise and abide by the legal requirements associated with these rights.

• Users may download and print one copy of any publication from the public portal for the purpose of private study or research.
• You may not further distribute the material or use it for any profit-making activity or commercial gain
• You may freely distribute the URL identifying the publication in the public portal?

Take down policy
If you believe that this document breaches copyright please contact us providing details, and we will remove access to the work immediately and investigate your claim.
Assessment of Biopsy-Proven Liver Fibrosis by Two-Dimensional Shear Wave Elastography: An Individual Patient Data-Based Meta-analysis


Two-dimensional shear wave elastography (2D-SWE) has proven to be efficient for the evaluation of liver fibrosis in small to moderate-sized clinical trials. We aimed at running a larger-scale meta-analysis of individual data. Centers which have worked with Aixplorer ultrasound equipment were contacted to share their data. Retrospective statistical analysis used direct and paired receiver operating characteristic and area under the receiver operating characteristic curve (AUROC) analyses, accounting for random effects.

Data on both 2D-SWE and liver biopsy were available for 1,134 patients from 13 sites, as well as on successful transient elastography in 665 patients. Most patients had chronic hepatitis C (n = 379), hepatitis B (n = 400), or nonalcoholic fatty liver disease (n = 156). AUROCs of 2D-SWE in patients with hepatitis C, hepatitis B, and nonalcoholic fatty liver disease were 86.3%, 90.6%, and 85.5% for diagnosing significant fibrosis and 92.9%, 95.5%, and 91.7% for diagnosing cirrhosis, respectively. The AUROC of 2D-SWE was 0.022-0.084 (95% confidence interval) larger than the AUROC of transient elastography for diagnosing significant fibrosis (P = 0.001) and 0.003-0.034 for diagnosing cirrhosis (P = 0.022) in all patients. This difference was strongest in hepatitis B patients. Conclusion: 2D-SWE has good to excellent performance for the noninvasive staging of liver fibrosis in patients with hepatitis B; further prospective studies are needed for head-to-head comparison between 2D-SWE and other imaging modalities to establish disease-specific appropriate cutoff points for assessment of fibrosis stage. (HEPATOLOGY 2018;67:260-272).

Chronic liver diseases can cause a sustained or intermittent inflammation of the liver associated with a healing process, leading to progressive fibrosis and finally to cirrhosis. Patients with cirrhosis are at risk of developing complications, including esophageal varices, ascites, liver failure, encephalopathy, and hepatocellular carcinoma. Accurate assessment of the severity of liver fibrosis and a reliable diagnosis of cirrhosis are important steps for the management of patients with chronic liver diseases as they provide information that guides therapeutic decisions. For decades liver biopsy has been used as the reference standard for staging liver fibrosis. Liver biopsy, however, is an invasive method associated with patient discomfort, cost, and rarely serious complications. In addition, its accuracy is limited due to intraobserver and interobserver variability and sampling error. In recent years, research has focused on the evaluation of noninvasive methods for the assessment of liver fibrosis. The most intensively evaluated noninvasive method is the measurement of liver...
stiffness, mainly with ultrasound-based shear wave elastography. Different shear wave-based elastographic methods are available, including transient elastography (TE), parallel shear wave elastography, and two-dimensional shear wave elastography (2D-SWE).\(^{(6,7)}\)

The most extensively evaluated elastographic method for liver stiffness is TE (FibroScan; Echosens, Paris, France). It was introduced on the market and has good diagnostic accuracy of at least significant liver fibrosis and excellent diagnostic accuracy of liver cirrhosis.\(^{(6,8-11)}\) However, the method is limited by a high rate of unreliable results (15%-20%).\(^{(12)}\)

2D-SWE based on supersonic shear imaging (SuperSonic Imagine; Aixplorer, Aix-en-Provence, France) is an elastographic technique with the following differences from TE: (1) integration into a conventional ultrasound imaging machine with conventional ultrasound probes during a routine ultrasound scan, (2) exact localization of the region of interest during B-mode ultrasound, (3) no limitation of stiffness measurement in patients with ascites, and (4) performance of real-time 2D-SWE as the shear waves are generated by ultrasound pushes and their propagation is recorded at a higher frame rate than in conventional ultrasound imaging devices.\(^{(13,14)}\) In contrast, TE has the advantage of improved portability. The real-time imaging also allows assessment of the stability of the measurement and quantification of an average value of stiffness in a large region of interest for higher reliability. 2D-SWE has proven to be efficient for the evaluation of liver fibrosis in several small to moderate-sized trials, which reported equivalent to superior diagnostic accuracies compared to TE and point SWE for the assessment of liver fibrosis.\(^{(15-20)}\)
In this meta-analysis we aimed at collecting a large pool of individual patient data in order to assess the value of 2D-SWE for staging liver fibrosis in patients with chronic liver diseases of various etiologies using liver biopsy as a reference. As a second objective we also aimed to compare the diagnostic performance of 2D-SWE with that of TE.

Materials and Methods

This meta-analysis was not based on a systematic review of published results. Instead, clinical centers that have worked with Aixplorer ultrasound equipment and with known experience with it were contacted and proposed to participate in the retrospective analysis by contributing patients’ data from their centers. Hereby, patients’ data, which were already published as center-based studies, were accepted. Published data of centers not participating in this study are compared in the discussion.

Information on hepatology centers with experience in the use of 2D-SWE for liver stiffness measurements was brought by SuperSonic Imagine and the other study contributors. Selection criteria were (1) chronic liver disease patients undergoing a liver ultrasound examination including 2D-SWE with the Aixplorer, (2) age 18 years or older, and (3) a recent liver biopsy for histological evaluation of fibrosis. Liver biopsy and histopathological analysis were staged locally at each center with pathologists blinded to the results of 2D-SWE in all centers. All fibrosis stages were converted to METAVIR, where stages 2 or worse is categorized as significant fibrosis, stage 3 or worse is categorized as severe fibrosis, and stage 4 corresponds to liver cirrhosis without reassessing pathological reports. The histological fibrosis stage was used as the gold standard for analysis. Brunt steatosis score was also used.

Exclusion criteria included (1) age below 18 years, (2) previous liver transplantation, (3) no 2D-SWE measurements reported or 2D-SWE technical failures, (4) time between liver biopsy and 2D-SWE of more than 24 weeks, and (5) liver biopsy samples smaller than 10 mm or having fewer than six portal tracts.

Centers were asked to share the following data (see also Table 1):

- demographic and clinical data (gender, age, height, weight, body mass index, presence of metabolic syndrome, diabetes mellitus, ascites, fasting status, liver disease etiology)
- results of 2D-SWE measurement (date of assessment, number of measurements)
- results of liver biopsy (date of liver biopsy, histological liver fibrosis stage, length of biopsy samples, number of portal tracts, grade of inflammation, and steatosis)
- laboratory data, which were converted into uniform units: platelet counts ($10^9$/L), urea (millimoles per liter), creatinine (micromoles per liter), aspartate aminotransferase (international units per liter), alanine aminotransferase (international units per liter), gamma-glutamyltransferase (international units per liter), alkaline phosphatases (international units per liter), $\alpha_2$-macroglobulin (grams per liter), apolipoprotein A1 (grams per liter), triglyceride (millimoles per liter), fasting blood glucose (millimoles per liter), high-density lipoprotein cholesterol (millimoles per liter), low-density lipoprotein cholesterol (millimoles per liter), total cholesterol (millimoles per liter), bilirubin (micromoles per liter), haptoglobin (grams per liter), albumin (grams per deciliter), prothrombin index, international normalized ratio, C-reactive protein
- if available, results on TE measurement (date, number of measurements, median of measurements, interquartile range [IQR])

All data were checked for using the same scaling. Inconsistencies were found for albumin and IQR of TE and corrected accordingly.

The database was cleared by the French National Commission on Information Technology and Liberties, and the study was registered on clinicaltrials.gov (NCT02181452).

All patients received 2D-SWE by examiners blinded to the results of liver biopsy.

2D-SWE USING SUPersonic SHEar WAVE ELASTOGRAPHy

2D-SWE was performed using the Aixplorer ultrasound system with the SC6-1 abdominal convex probe. The technique used to perform 2D-SWE has been described and combines an acoustic radiation force-induced supersonic push in tissue by focused ultrasonic beams, followed by an ultrafast ultrasound imaging sequence. Elasticity values are displayed as a real-time color-coded 2D quantitative SWE map of
<table>
<thead>
<tr>
<th></th>
<th>All (n = 1,134)</th>
<th>HCV (n = 379, 33.4%)</th>
<th>HBV (n = 400, 35.5%)</th>
<th>NAFLD (n = 156, 13.8%)</th>
<th>Other (n = 199, 17.5%)</th>
</tr>
</thead>
<tbody>
<tr>
<td>Gender M/n (%)</td>
<td>685/1,114 (61.5%)</td>
<td>245/579 (64.6%)</td>
<td>248/380 (65.3%)</td>
<td>72/156 (53.8%)</td>
<td>108/199 (54.3%)</td>
</tr>
<tr>
<td>Age (years)† (n = 1,116)</td>
<td>48.9 (13, 18-85)</td>
<td>48.7 (12, 19-79)</td>
<td>46.5 (13, 20-82)</td>
<td>53.7 (13, 20-83)</td>
<td>49.9 (14, 18-85)</td>
</tr>
<tr>
<td>Body mass index (kg/m²)† (n = 839)</td>
<td>25.9 (5.2, 16-59)</td>
<td>25.2 (4.1, 16-37)</td>
<td>24.9 (4.9, 16-59)</td>
<td>31.2 (5.8, 20-52)</td>
<td>24.5 (4.6, 18-59)</td>
</tr>
<tr>
<td>Metabolic syndrome/n (%)</td>
<td>71/348 (20.4%)</td>
<td>24/158 (15.2%)</td>
<td>3/38 (7.9%)</td>
<td>39/59 (66.1%)</td>
<td>5/93 (5.4%)</td>
</tr>
<tr>
<td>Ascites/n (%)</td>
<td>1/71 (1.4%)</td>
<td>0/26 (0%)</td>
<td>0/6 (0%)</td>
<td>0/27 (0%)</td>
<td>1/12 (8.3%)</td>
</tr>
<tr>
<td>Fibrosis stage*</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>0, 1 (%)</td>
<td>519 (45.8%)</td>
<td>158 (41.7%)</td>
<td>192 (48.0%)</td>
<td>65 (41.7%)</td>
<td>104 (52.3%)</td>
</tr>
<tr>
<td>2 (%)</td>
<td>251 (22.1%)</td>
<td>94 (24.8%)</td>
<td>89 (22.2%)</td>
<td>41 (26.3%)</td>
<td>27 (13.6%)</td>
</tr>
<tr>
<td>3 (%)</td>
<td>180 (15.9%)</td>
<td>58 (25.4%)</td>
<td>67 (16.8%)</td>
<td>31 (19.9%)</td>
<td>24 (12.1%)</td>
</tr>
<tr>
<td>4 (%)</td>
<td>184 (16.2%)</td>
<td>69 (18.2%)</td>
<td>52 (13.0%)</td>
<td>19 (12.2%)</td>
<td>44 (22.1%)</td>
</tr>
<tr>
<td>Activity stage*</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>0 (%)</td>
<td>112 (13.8%)</td>
<td>16 (4.3%)</td>
<td>22 (21.6%)</td>
<td>22 (14.6%)</td>
<td>52 (27.7%)</td>
</tr>
<tr>
<td>1 (%)</td>
<td>379 (46.8%)</td>
<td>164 (44.6%)</td>
<td>57 (55.9%)</td>
<td>80 (53.0%)</td>
<td>78 (41.5%)</td>
</tr>
<tr>
<td>2 (%)</td>
<td>238 (29.4%)</td>
<td>140 (38.0%)</td>
<td>14 (13.7%)</td>
<td>40 (26.5%)</td>
<td>44 (23.4%)</td>
</tr>
<tr>
<td>3 (%)</td>
<td>80 (9.9%)</td>
<td>9 (13.0%)</td>
<td>9 (8.8%)</td>
<td>9 (6.0%)</td>
<td>14 (7.4%)</td>
</tr>
<tr>
<td>Brunt steatosis score</td>
<td>(n = 732)</td>
<td>(n = 342)</td>
<td>(n = 94)</td>
<td>(n = 121)</td>
<td>(n = 175)</td>
</tr>
<tr>
<td>0 (%)</td>
<td>310 (42.3%)</td>
<td>152 (44.4%)</td>
<td>57 (61%)</td>
<td>2 (1.7%)</td>
<td>99 (56.6%)</td>
</tr>
<tr>
<td>1 (%)</td>
<td>253 (34.6%)</td>
<td>141 (41.2%)</td>
<td>30 (32%)</td>
<td>28 (23.1%)</td>
<td>54 (30.9%)</td>
</tr>
<tr>
<td>2 (%)</td>
<td>103 (14.1%)</td>
<td>38 (11.1%)</td>
<td>5 (5%)</td>
<td>43 (35.5%)</td>
<td>17 (9.7%)</td>
</tr>
<tr>
<td>3 (%)</td>
<td>66 (9.0%)</td>
<td>11 (3.2%)</td>
<td>2 (2%)</td>
<td>48 (39.7%)</td>
<td>5 (2.9%)</td>
</tr>
<tr>
<td>AST (IU/L)† (n = 779)</td>
<td>72.5 (103, 8-1,583)</td>
<td>85.2 (119, 9-1,583)</td>
<td>52.0 (75, 11-758)</td>
<td>48.4 (29, 15-222)</td>
<td>83.6 (120, 8-872)</td>
</tr>
<tr>
<td>ALT (IU/L)† (n = 997)</td>
<td>91.8 (109, 9.1-1473)</td>
<td>110.1 (118, 10-824)</td>
<td>76.4 (82, 9-900)</td>
<td>70.0 (48, 11-332)</td>
<td>100.7 (151, 9-1473)</td>
</tr>
<tr>
<td>GGT (IU/L)† (n = 760)</td>
<td>156.5 (281, 8-244)</td>
<td>157.9 (334, 8-4,244)</td>
<td>60.8 (92, 9-960)</td>
<td>152.0 (245, 9-1,632)</td>
<td>225.9 (278, 9-1788)</td>
</tr>
<tr>
<td>Platelet count (count 10⁹/L)† (n = 936)</td>
<td>199.6 (70, 6-653)</td>
<td>201.5 (73, 21-437)</td>
<td>192.0 (54, 49-392)</td>
<td>213.4 (70, 60-440)</td>
<td>199.8 (87, 6-653)</td>
</tr>
<tr>
<td>Fasting (n %)</td>
<td>618/620 (99.7%)</td>
<td>89/91 (97.8%)</td>
<td>89/91 (97.8%)</td>
<td>119/119 (100%)</td>
<td>127/127 (100%)</td>
</tr>
<tr>
<td>Creatinine (mg/dL)† (n = 384)</td>
<td>75.7 (67, 20-90)</td>
<td>77.7 (92, 38-901)</td>
<td>93.6 (111, 45-650)</td>
<td>69.3 (23, 30-170)</td>
<td>74.9 (56, 20-559)</td>
</tr>
<tr>
<td>Albumin (g/dL)† (n = 759)</td>
<td>4.25 (0.48, 1.3-5.3)</td>
<td>4.18 (0.50, 2.5-5.3)</td>
<td>4.43 (0.37, 3.1-5.3)</td>
<td>4.22 (0.51, 1.3-5.2)</td>
<td>3.94 (0.51, 2.6-5.0)</td>
</tr>
<tr>
<td>Triglyceride (mmol/L)† (n = 586)</td>
<td>1.41 (0.99, 0.3-13.1)</td>
<td>1.26 (0.89, 0.4-6.3)</td>
<td>1.35 (1.03, 0.3-13.1)</td>
<td>1.93 (1.12, 0.67-7.1)</td>
<td>1.20 (0.68, 0.4-5.2)</td>
</tr>
<tr>
<td>Fasting blood glucose (mmol/L)† (n = 614)</td>
<td>5.7 (1.9, 2.6-23.9)</td>
<td>5.7 (2.5, 3.1-23.9)</td>
<td>5.5 (1.7, 3.7-17.5)</td>
<td>6.3 (1.8, 2.6-12.1)</td>
<td>5.4 (1.7, 3.3-17.8)</td>
</tr>
<tr>
<td>Total bilirubin (µmol/L)† (n = 893)</td>
<td>18.0 (40, 4-900)</td>
<td>25.3 (72, 4-900)</td>
<td>14.4 (11, 4-139)</td>
<td>12.2 (12, 4-126)</td>
<td>19.3 (24, 4-143)</td>
</tr>
</tbody>
</table>

*These analyses use METAVIR stage or comparative histological assessment of liver fibrosis categorized as none or mild fibrosis (stage 0, 1), significant fibrosis (2), severe fibrosis (3), and cirrhosis (4). Correspondingly, activity stages are categorized.

†This overview does not account for the heterogeneity between sites. Continuous markers are given as mean (standard deviation, minimum-maximum).

Abbreviations: ALT, alanine aminotransferase; AST, aspartate aminotransferase; GGT, gamma-glutamyltransferase;
tissue stiffness expressed in kilopascals or of shear wave velocity in tissue expressed in meters per second. This map is displayed in color over a conventional grayscale B-mode image. The size and position of the SWE map and the circular region of interest used for stiffness/velocity measurement are operator-adjustable.\(^{[7,17,19,20]}\) 2D-SWE acquisitions were performed on fasting patients at all sites, with patients in the supine position. For each patient, 1-10 2D-SWE measurements (depending on the standard procedure at each center) were performed in the right liver lobe with an intercostal approach. As suggested by the manufacturer, the measurement was performed 1-2 cm under the liver capsule, in an area of parenchyma. The mean and standard deviation within the region of interest were recorded. Technical failure was defined as the inability to obtain a successful SWE measurement. If more than one 2D-SWE measurement were reported, the median was used for further evaluations.

**TRANSIENT ELASTOGRAPHY**

One-dimensional TE was carried out using the FibroScan. This technique uses low-frequency (50 Hz) mechanically generated shear waves whose propagation velocity is measured with an ultrasound beam. The pulse-echo ultrasound captures the shear wave propagation velocity and provides an average stiffness measurement. The procedure was performed through the intercostal space in the right liver lobe at a measurement depth of 25-65 mm (M probe) or 35-75 mm (XL probe) in all but two sites (GR, FR2), where only the M probe was used. Details have been published.\(^{[6-11]}\) We used only TE results reported as successful measurements and which had an IQR/median \(\leq 0.3.\(^{[24]}\)

**STATISTICAL ANALYSIS**

The evaluated population is neither per-protocol nor intention-to-diagnose in a strict sense due to the retrospective nature of this meta-analysis.

In order to optimize cutoff points, a random effect model was used to estimate the receiver operating characteristic (ROC) curve and the area under the ROC curve (AUROC). Therefore, we estimated sensitivity and specificity for each potential cutoff point. A DerSimonian and Laird random effect model using arcsin transformations of proportions was performed to obtain the ROC curve and the AUROC. As usual, we categorized the AUROC as excellent if it was above 90%, as good for values between 80% and 90%, and as fair for values between 70% and 80%. For estimating the AUROC values, we used this random effect estimator with all data. To assess risk of bias and small study effects, we analyzed individual AUROC values for potential trends. Furthermore, risk of bias from selecting data with liver biopsy only was assessed by comparing the results including data from patients with known liver cirrhosis from their clinical history.

In addition, nonparametric rank correlation between 2D-SWE measurements and fibrosis stages were calculated at each site, and a stratified test was used to test for statistical significance.

Nevertheless, because of the relatively large data set and the high heterogeneity in the prevalence of the different fibrosis stages, we included aspects of an Obuchowski analysis\(^{[25]}\) for diagnosing an ordinal but nonbinary scaled endpoint when optimizing cutoff points as follows: to estimate an optimal cutoff point for diagnosing significant fibrosis, only data from patients with fibrosis stage 0-2 were used. Similarly, only data from patients with fibrosis stage 2-3 were used to optimize a cutoff point for diagnosing severe fibrosis, and only data from patients with fibrosis stage 3 or cirrhosis were used to optimize a cutoff point for diagnosing cirrhosis. In all three cases, again random effect models of the ROC curve directly associated with specific cutoff points were used, allowing optimization of the Youden index as in single-center ROC analyses. In addition, we used the same values across etiologies as long as this harmonization had only a minor effect on sensitivities and specificities.

Sensitivity, specificity, and diagnostic odds ratio (DOR) of the proposed cutoff points were then evaluated with random effect estimators. Furthermore, the hierarchical summary ROC approach of Reitsma et al.\(^{[26]}\) was calculated. Prediction failures according to the proposed cutoff points were analyzed with mixed effect univariate and multivariable logistic regression.

For a paired analysis of AUROC\(_1\) of 2D-SWE and TE, the method of DeLong et al.\(^{[27]}\) was used to estimate differences and standard error of the differences between the paired AUROC\(_1\) at each site, and a random effect model was used to summarize the single estimates and obtain an overall \(P\) value and 95% confidence interval. As hepatitis B virus (HBV) patients may need different cutoff levels, analysis was stratified according to HBV and non-HBV patients at the single sites. Risk of bias at the individual sites was optimized by using only TE results reported as successful measurements and
which had an IQR/median $\leq 0.3$. Furthermore, funnel plots were analyzed for asymmetries.

All statistical tests were two-sided with a significance level of $\alpha = 5\%$. Analysis was performed with R (version 3.0.2; R Foundation for Statistical Computing, Vienna, Austria) using especially the meta package of Guido Schwarzer (version 4.1-0), the coin package of Hothorn et al. (version 1.0-23), the pROC package of Robin et al. (version 1.5.4), and the mada package of Philipp Doebler (version 0.5.4).

**Results**

A total of 1,134 patients from 13 clinical sites were included in the final analysis (Fig. 1). The 2D-SWE data acquisition time spanned from February 2010 until July 2014. Additional data on TE were available in the majority of patients, of whom 665 had confirmed valid measurements (IQR/median < 0.3). Main clinical characteristics are given in Table 1 and Supporting Table S1. Liver disease etiologies were categorized into chronic hepatitis C virus (HCV, n = 379) or HBV (n = 400) infection, nonalcoholic fatty liver disease (NAFLD, n = 156), and a group of “other liver diseases” (n = 199), where the latter mainly included patients with alcoholic liver disease. Figure 2 illustrates that there was a high diversity in the etiologies of liver diseases and in the prevalence of fibrosis stages among the different contributing centers ($P < 0.001$ in both comparisons).

**2D-SWE MEASUREMENTS**

There was a strong correlation between fibrosis stages and 2D-SWE measurements (Supporting Fig. S1). Spearman rank correlation coefficients varied between 0.45 and 0.80 in all clinical sites, except for one site with a small number of cases and a correlation coefficient of 0.27 ($P < 0.001$ for the overall correlation by a stratified permutation test using all centers).
DIAGNOSTIC PERFORMANCE OF 2D-SWE

The diagnostic performance of 2D-SWE was assessed with different random effect methods, which all account for the heterogeneity between the sites. See Supporting Fig. S2 for an illustration of this heterogeneity by showing ROC curves for each site. As assessment of risk of bias from small sites, we analyzed funnel plots of individual AUROC estimates. There were no indications of larger individual AUROCs in sites with small numbers of cases (data not shown). We estimated ROC curves and AUROC for diagnosing significant fibrosis, severe fibrosis, and cirrhosis, respectively. Diagnostic performances according to the AUROC values were good to excellent for the diagnosis of significant fibrosis and excellent for the diagnosis of severe fibrosis and cirrhosis. See Fig. 3 for more details including the AUROC values in the whole population as well as for the different liver disease etiologies.

Some centers did not perform liver biopsy in patients with known liver cirrhosis from the patient’s clinical history. We did not include these patients (n = 147), but excluding them may lead to focusing on less severe cirrhosis patients here. To analyze a potential bias, we performed an additional analysis including these patients and obtained AUROCs for diagnosing cirrhosis above 95% for all liver disease etiologies (results not shown).

When selecting suitable cutoff points, we focused on the differentiation between neighboring fibrosis stages to account for the ordinal scale. This data selection was only done in the context of cutoff point selection and not when evaluating them afterward. The optimized cutoff points as well as sensitivity, specificity, and DOR of the corresponding proposed cutoff points are shown in Table 2. The proposed cutoff points slightly differ from the optimal ones. In NAFLD patients, sample size was too low to reliably optimize cutoff values. Nevertheless, sample size was still large enough to show that 2D-SWE results in the specific fibrosis stages in NAFLD patients were comparable to those in HCV patients. For all other patients, the proposed overall cutoff point for diagnosing significant fibrosis was 7.1 kPa, regardless of disease etiology. For diagnosing severe fibrosis and cirrhosis, a slightly lower cutoff point was found for patients infected with HBV (8.1 kPa and 11.5 kPa, respectively) compared to all other patients (9.2 kPa and 13.0 kPa, respectively). These cutoff points lead to
estimated DORs of 7.3-15.4 for significant fibrosis, 8.9-18.6 for severe fibrosis, and 7.5-37.5 for cirrhosis. Overall, diagnostic performance was better in HBV and HCV patients than in patients without viral hepatitis.

The positive and negative predictive values and the overall correct classification rates could be estimated only indirectly as they depend on the prevalence of fibrosis stages. Assuming a prevalence of 22.1% significant fibrosis, 15.9% severe fibrosis, and 8.9% for cirrhosis, as in our total study population, the overall correct classification rates were 69.7%, 89.3%, and 82.9% for significant fibrosis, severe fibrosis, and liver cirrhosis, respectively. Analogously, the positive predictive value was estimated at 65.1%, 77.0%, and 48.3% and the negative predictive value at 86.7%, 97.4%, and 95.4%, respectively.

As an alternative method, a parametric hierarchical summary ROC analysis is shown in Supporting Table S2 and Fig. S3. In summary, sensitivities and, especially, specificities were less optimistic.

**DISCORDANT CASES**

In order to assess potential factors for prediction failure (discordant results between 2D-SWE and liver biopsy as reference method), univariate and multivariable random effect logistic regression analyses were used (see Supporting Information). These analyses demonstrate that the respective factors when combined with 2D-SWE prediction may lead to a slight but significant improvement of predicting significant fibrosis, severe fibrosis, or cirrhosis, respectively.

**COMPARISON OF DIAGNOSTIC PERFORMANCE OF 2D-SWE AND TE**

Paired measurements of 2D-SWE and TE were available in the majority of patients. The statistical analysis was restricted to the 665 patients with confirmed TE success and IQR/median < 0.3 (Supporting Table S3 for patient characteristics of this subcohort which includes 271 patients with HCV, 206 with HBV, 91 with NAFLD, and 97 with other liver disease etiologies). In HCV, HBV, or NAFLD patients, AUROCs were 4.2%-11.2% larger using 2D-SWE for the diagnosis of significant fibrosis (absolute differences, $P < 0.001$ in HBV patients, $P = 0.001$ for combining data from all etiologies; Supporting Table S3). AUROCs were 1.4%-12.8% larger using 2D-SWE for the diagnosis of severe fibrosis ($P = 0.003$ in NAFLD patients, $P = 0.035$ for all patients). For the

---

**TABLE 2. Evaluation of Cutoff Points for 2D-SWE**

<table>
<thead>
<tr>
<th>Fibrosis Stage</th>
<th>All (n = 1,134)</th>
<th>HCV (n = 379)</th>
<th>HBV (n = 400)</th>
<th>NAFLD (n = 156)</th>
</tr>
</thead>
<tbody>
<tr>
<td>0, 1 versus 2</td>
<td>8.25</td>
<td>7.095</td>
<td>6.95</td>
<td>7.15</td>
</tr>
<tr>
<td>2 versus 3</td>
<td>9.15</td>
<td>9.15</td>
<td>8.15</td>
<td>9.15</td>
</tr>
<tr>
<td>3 versus 4</td>
<td>9.89</td>
<td>13.3</td>
<td>10.90</td>
<td>11.0</td>
</tr>
</tbody>
</table>

**Proposed Cutoff (kPa)**

<table>
<thead>
<tr>
<th>Proposed Cutoff (kPa)</th>
<th>Other</th>
<th>HCV</th>
<th>HBV</th>
<th>NAFLD</th>
</tr>
</thead>
</table>

**Abbreviation:** CI, confidence interval.
TABLE 3. Differences in AUROC (2D-SWE–TE) With 95% Confidence Intervals and P Values in Patients With Paired Comparisons: Only Results From All Patients With Paired Measurements, Reported TE Success, and IQR <0.3 Median TE Are Shown

<table>
<thead>
<tr>
<th>Fibrosis Stage</th>
<th>All Patients (n = 665)</th>
<th>HCV Patients (n = 271)</th>
<th>HBV Patients (n = 206)</th>
<th>NAFLD Patients (n = 91)</th>
</tr>
</thead>
<tbody>
<tr>
<td>≤1 versus ≥2</td>
<td>5.3% 2.2% to 8.4%</td>
<td>4.2% −0.2% to 6.6%</td>
<td>11.2% 5.1% to 17.4%</td>
<td>6.4% −2.6% to 15.4%</td>
</tr>
<tr>
<td></td>
<td>P = 0.001</td>
<td>P = 0.063</td>
<td>P &lt; 0.001</td>
<td>P = 0.162</td>
</tr>
<tr>
<td>≤2 versus ≥3</td>
<td>3.4 0.2% to 6.5%</td>
<td>1.4% −2.0% to 4.7%</td>
<td>5.5% −1.3% to 12.4%</td>
<td>12.8% 4.4% to 21.1%</td>
</tr>
<tr>
<td></td>
<td>P = 0.035</td>
<td>P = 0.424</td>
<td>P = 0.115</td>
<td>P = 0.003</td>
</tr>
<tr>
<td>≤3 versus 4</td>
<td>1.8% 0.3% to 3.4%</td>
<td>1.4% −0.6% to 3.4%</td>
<td>6.5% 1.7% to 11.3%</td>
<td>6.7% −3.0% to 16.3%</td>
</tr>
<tr>
<td></td>
<td>P = 0.022</td>
<td>P = 0.159</td>
<td>P = 0.007</td>
<td>P = 0.175</td>
</tr>
</tbody>
</table>

FIG. 4. Forest plots for the comparison of AUROC as a marker of diagnostic performance between 2D-SWE and TE. Only results from patients with reported TE success and IQR <0.3 median TE in HCV patients and in HBV patients are shown. Abbreviations: CI, confidence interval; Diff, difference.
diagnosis of cirrhosis, AUROCs were about 1.4%-6.7% larger using 2D-SWE versus TE \( (P = 0.007 \text{ in HBV patients, } P = 0.022 \text{ for all patients}) \). In general, the gain in AUROC with 2D-SWE when compared with TE was largest in HBV patients and smallest in HCV patients. More detailed data are given in Table 3. In all reported situations, the diagnostic performance of 2D-SWE was better than that of TE even if the differences were mostly small and not significant in several subanalyses. Figure 4 shows the forest plots for the difference in AUROC between 2D-SWE and TE for the different sites and the overall estimates in HBV and HCV patients. Although the largest HBV patient cohorts were from Asia, the European sites showed very comparable performance. Funnel plots did not show any indication of bias effects for sites with small sample sizes (data not shown).

**Discussion**

Because of the known drawbacks of liver biopsy, noninvasive assessment of liver fibrosis is of increasing importance.

At present, the accuracy of 2D-SWE for the noninvasive assessment of liver fibrosis was evaluated in studies including patients infected with chronic hepatitis C\(^{(14,17)}\) or chronic hepatitis B\(^{(19,20)}\) and in NAFLD patients\(^{(29,30)}\) and studies pooling patients with different chronic liver diseases.\(^{(15,16,19)}\) Nevertheless, no results from a large-scale multicenter study using liver biopsy as a reference are available. We performed a retrospective individual patient data meta-analysis based on a data set of 1,134 patients. Nevertheless, just pooling the data would not be reasonable because of the heterogeneity between the clinical sites and different liver disease etiologies, which reflects different implicit or explicit inclusion and exclusion criteria at the single sites. Therefore, we assessed the diagnostic performance using refined statistical methods that account for the inherent heterogeneity. The large sample size also enabled us to perform subgroup analyses for single liver diseases and optimization of cutoff levels to estimate the different stages of liver fibrosis. Nevertheless, when comparing 2D-SWE with TE in the present study, the limitation of its retrospective nature with partially incomplete information on examination quality and characteristics has to be considered. To account for this limitation, we only used TE assessments with reported success and IQR/median \(<0.3\) for the comparisons.

In a previous study among 121 HCV patients with a liver biopsy as a reference method, 2D-SWE demonstrated excellent diagnostic accuracies for all fibrosis stages (AUROC, 92\%, 98\%, and 98\% for the diagnosis of significant fibrosis, severe fibrosis, and liver cirrhosis, respectively) and was superior to TE for the diagnosis of significant fibrosis.\(^{(17)}\) This corresponds reasonably well with our results with AUROCs of 86\%, 92\%, and 93\% for the diagnosis of significant or severe fibrosis and liver cirrhosis in HCV patients, respectively. Overall, 2D-SWE performed well and showed noninferior performance compared to TE in our study in this patient group.

More recent studies have evaluated 2D-SWE in patients infected with chronic hepatitis B \( (n = 226 \text{ and } n = 303) \) and revealed diagnostic accuracies according to AUROC levels of 88\%-92\%, 93\%-95\%, and 95\%-98\% for significant fibrosis, severe fibrosis, and liver cirrhosis, respectively.\(^{(19,20)}\) Again, this corresponds very well with our results, where AUROCs were 91\%, 93\%, and 96\% for the diagnosis of significant fibrosis, severe fibrosis, and liver cirrhosis in HBV patients, respectively. In one study, 2D-SWE was compared to TE, and the diagnostic accuracies were significantly superior to TE for all fibrosis stages.\(^{(20)}\) In our study, 2D-SWE was also better than TE for the diagnosis of all fibrosis stages and significantly better for the diagnosis of significant fibrosis and liver cirrhosis \( (P < 0.001 \text{ and } P = 0.007, \text{ respectively}) \).

The assessment of liver fibrosis with elastographic methods in general can be challenging in NAFLD patients.\(^{(30)}\) Our data set was sparse in patients with NAFLD. A recent study enrolled 291 NAFLD patients and compared the performance of 2D-SWE, TE, and virtual touch quantification using liver biopsy as a reference method.\(^{(29)}\) 2D-SWE had AUROCs of 86\%, 89\%, and 88\% for the diagnosis of significant fibrosis, severe fibrosis, and liver cirrhosis, respectively. This is slightly less favorable than the AUROCs of 86\%, 93\%, and 92\% observed in our study in this patient group for the diagnosis of significant fibrosis, severe fibrosis, and liver cirrhosis, respectively. Nevertheless, 2D-SWE results were, overall, comparable to those derived from TE in NAFLD patients in our subgroup as well as in the study of Cassinotto et al.\(^{(29)}\)

In three previous studies including patients with mixed chronic liver disease with 170-349 patients, diagnostic accuracies of 81\%-90\%, 80\%-96\%, and 85\%-99\% were reported for significant fibrosis, severe fibrosis, and liver cirrhosis, respectively.\(^{(15,16,18)}\) We estimated AUROCs over all liver disease etiologies of
86%, 91%, and 93% for the diagnosis of significant fibrosis, severe fibrosis, and liver cirrhosis, respectively. While 2D-SWE was superior to TE for the diagnosis of severe fibrosis in the larger study, it was equivalent in the smaller study. In our study, analyzing the whole patient group but stratifying for HBV and non-HBV patients, 2D-SWE was significantly better than TE for diagnosing significant fibrosis, severe fibrosis, and liver cirrhosis ($P = 0.001$, $P = 0.035$, and $P = 0.022$, respectively).

In NAFLD patients, sample size was too low to optimize cutoff values. For all other patients, we propose a cutoff value for diagnosing significant fibrosis of 7.1 kPa, a value for diagnosing severe fibrosis of 9.2 kPa in all but HBV patients, and a value of 8.1 in HBV patients. Furthermore, we propose a cutoff value for diagnosing cirrhosis of 13.0 kPa in all but HBV patients and 11.5 kPa in HBV patients. These values are, overall, similar to that proposed previously. It may simplify the noninvasive assessment of liver fibrosis with 2D-SWE to choose identical cutoff values between most of the liver diseases and potentially prevent mistakes by ignoring the specific liver disease etiology. Nevertheless, according to the relatively low number of patients with NAFLD and the potentially suboptimal liver staging method in these patients, the cutoff values have to be evaluated in further multicenter trials in NAFLD patients.

Meanwhile, alternative 2D-SWEs from other companies are on the market. However, the results and especially the cutoffs of the present study only account for 2D-SWE based on supersonic shear imaging (Aixplorer).

When evaluating factors associated with discordant results of 2D-SWE and the reference method, especially in NAFLD, clinical variables such as age, aspartate aminotransferase, alanine aminotransferase, and platelet counts were found to be significant. Nevertheless, refining prediction by including these factors has to be analyzed in a larger study with more homogeneous data.

Our individual patient data-based meta-analysis used patient data from 13 different sites to perform a larger-scale analysis including optimization and evaluation of cutoff values for 2D-SWE. Even though 2D-SWE is a promising approach and this individual patient data meta-analysis allows a more detailed assessment of the data when compared with literature-based meta-analyses, our study has, of course, limitations. There may be a risk of bias that the study was not based on a systematic literature review and mainly expert centers participated. Nevertheless, no small sample effect was observed. Further limitations are caused by the retrospective nature of this study and small patient numbers for some sites and etiologies. Also, the majority of HBV patients were from one site (HK), but the heterogeneity for HBV patients between sites is comparably small. Furthermore, we have only incomplete information about the quality of liver biopsy, the interval between liver biopsy and the 2D-SWE assessment, the quality of the 2D-SWE measurements themselves, technical failure rates, the experience of the examiners, as well as on quality parameters such as IQR and success rate for TE. Up to now, there has been limited information on recommendations for obtaining high-quality 2D-SWE measurements and the necessary number of acquisitions. First, evaluations show a favorable reproducibility. A preliminary analysis of a subset of our data set with more detailed data on single acquisitions indicates that reliability is high even for single measurements. Overall, it may not be reasonable to apply the recommendations from TE to the assessment with 2D-SWE. Further detailed analysis and future studies are needed to answer this important question.

In addition, we used liver biopsy as a reference method with liver histology read by local pathologists, which was transformed to a fibrosis staging with five stages. The latter is especially problematic in patients with NAFLD. Liver histology is well known to be prone to errors by itself. Overall, potentially lower quality of liver biopsy or 2D-SWE assessments can be expected to lead to an underestimation of the true diagnostic performance of the evaluated noninvasive methods. Technical failure rates of 2D-SWE could not be analyzed here as the information is not included in the data set. Nevertheless, failure rates or unreliable results reported in the publications are not larger than for TE even in NAFLD patients.

In the present study only the two elastographic methods, 2D-SWE based on supersonic shear imaging and TE, were evaluated and compared. Nevertheless other ultrasound-based elastographic techniques have been evaluated for the assessment of liver fibrosis as well as other noninvasive methods such as serum biomarkers, diffusion-weighted computer tomography, and magnetic resonance elastography (MRE). Meta-analyses of point SWE using virtual touch quantification imaging reported diagnostic accuracies of 84%-87% for the diagnosis of significant fibrosis ($F \geq 2$), 89%-91% for the diagnosis of severe fibrosis ($F \geq 3$), and 92%-93% for the diagnosis of liver.
cirrhosis (F = 4).\textsuperscript{35,36} Meta-analyses of MRE have reported diagnostic accuracies of 93%-98% for the diagnosis of advanced liver fibrosis (F ≥ 3) with sensitivities of 85%-92% and specificities of 85%-96%.\textsuperscript{37,38} In addition, recent studies evaluating MRE in NAFLD patients revealed a diagnostic accuracy of 88%-92% for the diagnosis of significant fibrosis.\textsuperscript{39-42} For diagnosing severe fibrosis, 3D-MRE even reached 98% compared to 92% in 2D-MRE in NAFLD patients.\textsuperscript{41} Comparison of MRE with diffusion-weighted imaging showed superior results for MRE.\textsuperscript{37} However, only few studies have directly compared MRE to ultrasound-based elastography and revealed comparable\textsuperscript{43} or superior\textsuperscript{44,45} results of MRE to TE. In recent studies in patients with NAFLD, MRE was significantly better than TE and better than virtual touch quantification for the diagnosis of liver fibrosis.\textsuperscript{40,42,46} Direct comparison of 2D-SWE with MRE showed similar diagnostic performance.\textsuperscript{47}

In conclusion, 2D-SWE has good to excellent performance for the noninvasive assessment of liver fibrosis in patients with hepatitis B. Further prospective studies are needed for head-to-head comparison between 2D-SWE and other imaging modalities to establish disease-specific appropriate cutoff points for assessment of fibrosis stage.

REFERENCES


Author names in bold designate shared co-first authorship.

Supporting Information
Additional Supporting Information may be found at onlinelibrary.wiley.com/doi/10.1002/hep.29179/suppinfo.