Dosimetric assessment of an Atlas based automated segmentation for loco-regional radiation therapy of early breast cancer in the Skagen Trial 1
A multi-institutional study

Eldesoky, Ahmed R; Francolini, Giulio; Thomsen, Mette S; Yates, Esben S; Nyeng, Tine B; Kirkove, Carine; Kamby, Claus; Blix, Egil S; Holck Nielsen, Mette; Taheri-Kadkhoda, Zahra; Berg, Martin; Offersen, Birgitte V

Published in:
Clinical and Translational Radiation Oncology

DOI:
10.1016/j.ctro.2017.01.004

Publication date:
2017

Document version
Publisher's PDF, also known as Version of record

Document license
CC BY-NC-ND

Citation for published version (APA):

General rights
Copyright and moral rights for the publications made accessible in the public portal are retained by the authors and/or other copyright owners and it is a condition of accessing publications that users recognise and abide by the legal requirements associated with these rights.

• Users may download and print one copy of any publication from the public portal for the purpose of private study or research.
• You may not further distribute the material or use it for any profit-making activity or commercial gain
• You may freely distribute the URL identifying the publication in the public portal

Take down policy
If you believe that this document breaches copyright please contact us providing details, and we will remove access to the work immediately and investigate your claim.

Download date: 22. dec.. 2018
Technical Note

Dosimetric assessment of an Atlas based automated segmentation for loco-regional radiation therapy of early breast cancer in the Skagen Trial 1: A multi-institutional study

Ahmed R. Eldesoky a,b,1, Giulio Francolini a,c,⇑, Mette S. Thomsen d, Esben S. Yates d, Tine B. Nyeng d, Carine Kirkove e, Claus Kamby f, Egil S. Blix g, Mette H. Nielsen h, Zahra Taheri-Kadkhoda i, Martin Berg j, Birgitte V. Offersen a

a Department of Oncology, Aarhus University Hospital, Norrebrogade 44, DK-8000 Aarhus C, Denmark
b Department of Clinical Oncology and Nuclear Medicine, Mansoura University, 60 Elgommoria st, Mansoura, Egypt
c Department of Radiation Oncology, University of Florence, Azienda Ospedaliero-Universitaria Careggi, Largo Brambilla 3, 50134 Firenze, Florence, Italy
d Department of Medical Physics, Aarhus University Hospital, Norrebrogade 44, DK-8000 Aarhus C, Denmark
e Department of Radiation Oncology, Catholic University of Louvain, 10 Ave Hippocrate, B-1200 Brussels, Belgium
f Department of Oncology, Rigshospitalet, Blegdamsvej 9, 2100 Copenhagen, Denmark
g Department of Oncology, University Hospital of North Norway, Sykehusvegen 38, 9019 Tromsø, Norway
h Department of Oncology, Odense University Hospital, Institute of Clinical Research, University of Southern Denmark, Odense, Winslowparken 19, 3, DK-5000 Odense C, Denmark
i Department of Oncology, Zealand University Hospital, Sygeshusvej 10, 4000 Roskilde, Denmark
j Department of Medical Physics, Hospital of Vejle, Kabetofte 25, 7100 Vejle, Denmark

Article history:
Received 20 October 2016
Revised 8 January 2017
Accepted 10 January 2017
Available online 6 February 2017

Keywords:
Automated segmentation
Early breast cancer
Skagen Trial 1

Abstract

The effect of Atlas-based automated segmentation (ABAS) on dose volume histogram (DVH) parameters compared to manual segmentation (MS) in loco-regional radiotherapy (RT) of early breast cancer was investigated in patients included in the Skagen Trial 1.

This analysis supports implementation of ABAS in clinical practice and multi-institutional trials. © 2017 The Authors. Published by Elsevier Ireland Ltd on behalf of European Society for Radiotherapy and Oncology. This is an open access article under the CC BY-NC-ND license (http://creativecommons.org/licenses/by-nc-nd/4.0/).

Introduction

Recently, an ESTRO delineation guideline-dependent atlas based automated segmentation (ABAS) tool for radiation therapy (RT) of early breast cancer using MIM Maestro software has been developed and adopted at Aarhus University Hospital, Denmark [1–3]. This ABAS tool has shown a significant reduction in segmentation time and a high agreement against a gold standard manual segmentation (MS), helping to overcome issues related to inter-observer variability and workload burden of conventional manual delineation [4]. Additionally, it maintained its reproducibility and robustness in a multi-institutional clinical validation study [3]. The performance of ABAS against MS has been evaluated geometrically using Dice Similarity Coefficient (DSC), Average Hausdorff Distance and difference in volume. However these geometric parameters have limitations [5], and a more relevant dosimetric analysis is needed to consolidate the contribution of this tool in daily routine.

The purpose of this study was to assess if contouring variations between ABAS and MS significantly affect dose parameters. In a multi-institutional setting, the difference in dose coverage between a manually corrected ABAS and MS of CTVs of the primary (CTVp) and nodal (CTVn) volumes in patients eligible for loco-regional RT of early breast cancer in the Skagen Trial 1 was investigated.
Material and methods

Patient selection

Approved treatment plans of 40 patients were selected from a database of two previous studies investigating quality assurance and ABAS within the Skagen Trial 1 [3]. Data were obtained from 7 institutions in Denmark, Belgium and Norway. To avoid bias related to differences in target volumes or dose prescription, only patients who received treatment of all nodal levels except L1, were without boost administration or breast implants were allowed in the study. Overall, 31 out of 40 treatment plans were also included without boost administration or breast implants were allowed in patients who received treatment of all nodal levels except L1, were related to differences in target volumes or dose prescription, only 7 institutions in Denmark, Belgium and Norway. To avoid bias radiotherapy and Oncology).

Gold standard manual segmentation (MS)

MS of breast (CTVp_breast), chest wall (CTVp_chest wall), nodal levels except level 1 (CTVn) and internal mammary (CTVn.IMN) was performed by multiple observers from the participating institutions according to the ESTRO consensus guideline for target volume delineation [1,2]. The immobilization, scanning and use of breath adaptive technique followed the institutional procedures.

Atlas based automated segmentation and manual correction

ABAS was performed using four atlas libraries based on laterality and surgery, previously created on MIM Maestro™ software version 6.5 (MIM Software Inc., Cleveland, OH) [3]. ABAS was exported to the Eclipse™ treatment planning system version 11.0.31 (Varian Medical Systems Inc., Palo Alto, CA, USA) for revision and possible manual correction according to the ESTRO delineation guideline. Manual correction was performed by two research fellows (ARE and GF), blind to the MS, and approved by a breast oncologist (BVO).

Dosimetric comparison

For each patient, the dose plan used for treating the patient was copied to the ABAScorrected structures. DVHs were created for both MS and ABAS of CTVp, CTVn and CTVn.IMN. The DVH parameters determined for both the MS and ABAScorrected dose plans included the V90% (%) for CTVn and CTVn.IMN, the V95% (%) for CTVp either breast or chest wall and the homogeneity index (HI), calculated using the following Eq. (2) [6]:

\[ HI = \frac{(D2\% - D98\%)}{D50\%} \]  

The absolute differences in these parameters between MS and ABAScorrected were calculated using the following Eqs. (3–5):

\[ \Delta V90\% = |V90\%(ABAS) - V90\%(MS)| \]  
\[ \Delta V95\% = |V95\%(ABAS) - V95\%(MS)| \]  
\[ \Delta HI = \left| HI(ABAS) - HI(MS) \right| \] 

V90% and V95% are expressed as a percentage of volume, thus, \( \Delta V95\% \) and \( \Delta V90\% \) are also expressed as a percentage of volume.

Statistical analysis

Stata® version 12.0 software (StataCorp., Texas, USA) was used for statistical analysis. Descriptive statistics including median, inter-quartile range (IQR) for all parameters were calculated. Shapiro–Wilk normality test showed that compared data did not follow a normal distribution. So, a Wilcoxon signed rank test was used to test the statistical significance of the difference in all parameters and a Spearman’s rank correlation test was used for correlation testing. Two-sided p-values were provided and p-values <0.05 were considered significant.

Results

Patients' characteristics

Twenty patients included in the study were treated at Aarhus University Hospital and the other 20 were treated at the other 6 institutions (Table 1).

Geometric difference

The median volume of ABAScorrected was larger than MS for CTVp_breast and CTVn. CTVp_chest wall showed a larger median volume of MS compared to the ABAScorrected. Both median MS and ABAScorrected volumes were nearly the same for CTVn.IMN. However, the difference was not significant for any of these volumes. A high spatial overlap (median DSC >0.72) was seen between MS and ABAScorrected for all compared structures. CTVp_breast showed the best agreement followed by CTVp_chest wall, CTVn and CTVn.IMN respectively (Table 2).

Dosimetric difference

Overall, HI comparison showed similar dose coverage for MS and ABAScorrected. Only CTVn and CTVn.IMN showed a minimal, although statistically significant, difference for this parameter. Fig. 1 shows examples of DVH for both MS and ABAScorrected structures.

Both ABAScorrected and MS showed acceptable levels of coverage on all target volumes. Differences were in favor of MS and were statistically significant only for chest wall and CTVn.IMN, with \( \Delta V95\% \) and \( \Delta V90\% \) of 2.5% and <1%, respectively (Table 2).

Table 1

<table>
<thead>
<tr>
<th>Baseline patients characteristic</th>
<th>Number</th>
</tr>
</thead>
<tbody>
<tr>
<td>Surgery</td>
<td></td>
</tr>
<tr>
<td>Mastectomy</td>
<td>18</td>
</tr>
<tr>
<td>Lumpectomy</td>
<td>22</td>
</tr>
<tr>
<td>Laterality</td>
<td></td>
</tr>
<tr>
<td>Right</td>
<td>19</td>
</tr>
<tr>
<td>Left</td>
<td>21</td>
</tr>
<tr>
<td>Dose</td>
<td></td>
</tr>
<tr>
<td>40 Gy/15 fr</td>
<td>26</td>
</tr>
<tr>
<td>50 Gy/25 fr</td>
<td>14</td>
</tr>
<tr>
<td>Respiratory gating technique</td>
<td></td>
</tr>
<tr>
<td>Yes</td>
<td>33</td>
</tr>
<tr>
<td>No</td>
<td>7</td>
</tr>
<tr>
<td>Total</td>
<td>40</td>
</tr>
</tbody>
</table>

\[ D = \frac{\left( V - \mu \right)}{\sigma} \]
Correlation between geometric and dosimetric differences

No significant correlation was found between DSC values, ΔVolume values or any of the DVH parameters used for CTVp_breast, CTVp_chest wall and CTVn. A statistical significant correlation between these different parameters was seen for CTVn_IMN. There was a negative correlation between DSC and ΔHI or ΔV90% (r = −0.60, p = 0.00 and −0.54, p = 0.0004, respectively) and a positive correlation between ΔVolume and ΔHI or ΔV90% (r = 0.40, p = 0.01 and 0.50, p = 0.001, respectively). Finally, a negative significant correlation (r = −0.44, p = 0.004) was found between DSC and ΔVolume for CTVn_IMN.

Discussion

The results of the current study support that ABAS with manual correction can be used safely for dose planning in loco-regional RT of early breast cancer. A DSC >0.7 indicates low inter-observer variability [7], thus, median DSC values above 0.7 for all compared CTVs in the current study reflected high agreement between MS and ABAS_corrected.

Results from the dosimetric comparison showed that dose coverage for both CTVp and CTVn, corresponding to V95% and V90%, respectively, were acceptable not only in clinical practice, but also in the context of the Skagen Trial 1. Indeed, more than 95% of both manual and ABAS_corrected volumes were in median covered by 95% and 90% of prescribed dose, respectively. Furthermore, differences in these parameters were minimal, and only significant for CTVp_chest wall. HI comparison demonstrated overlapping DVH curves for ABAS_corrected and MS (Fig. 1).

Table 2

<table>
<thead>
<tr>
<th>Parameter</th>
<th>CTVp-Breast (n = 22)</th>
<th>CTVp-Chest wall (n = 18)</th>
<th>CTVn-Total (n = 40)</th>
<th>CTVn-IMN (n = 40)</th>
</tr>
</thead>
<tbody>
<tr>
<td></td>
<td>Median (IQR)</td>
<td>P-value</td>
<td>Median (IQR)</td>
<td>P-value</td>
</tr>
<tr>
<td>Volume (cc)</td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>Manual</td>
<td>665.64</td>
<td>–</td>
<td>234.95 (220.22)</td>
<td>–</td>
</tr>
<tr>
<td>ABAS</td>
<td>(496.26)</td>
<td>–</td>
<td>227.75 (160.34)</td>
<td>–</td>
</tr>
<tr>
<td>ΔVolume</td>
<td>679.56 (427.42)</td>
<td>0.66</td>
<td>28.59 (36.90)</td>
<td>0.99</td>
</tr>
<tr>
<td></td>
<td>33 (56.41)</td>
<td></td>
<td>0.76 (0.08)</td>
<td>0.96</td>
</tr>
<tr>
<td>DSC</td>
<td>0.93 (0.04)</td>
<td>–</td>
<td>0.78 (0.06)</td>
<td>–</td>
</tr>
<tr>
<td>HI</td>
<td></td>
<td></td>
<td>0.76 (0.08)</td>
<td>–</td>
</tr>
<tr>
<td>Manual</td>
<td>0.09 (0.06)</td>
<td>–</td>
<td>0.10 (0.05)</td>
<td>0.12 (0.04)</td>
</tr>
<tr>
<td>ABAS</td>
<td>0.09 (0.06)</td>
<td>–</td>
<td>0.12 (0.10)</td>
<td>0.12 (0.05)</td>
</tr>
<tr>
<td>Δ HI</td>
<td>0.01 (0.01)</td>
<td>0.49</td>
<td>0.02 (0.18)</td>
<td>0.23</td>
</tr>
<tr>
<td>Δ V90%</td>
<td>0.48 (0.74)</td>
<td>0.61</td>
<td>2.57 (2.74)</td>
<td>0.02</td>
</tr>
<tr>
<td>CTVn V90% (%)</td>
<td></td>
<td></td>
<td>99.69 (1.28)</td>
<td>96.13 (6.79)</td>
</tr>
<tr>
<td>Manual</td>
<td>–</td>
<td>–</td>
<td>–</td>
<td>–</td>
</tr>
<tr>
<td>ABAS</td>
<td>–</td>
<td>–</td>
<td>–</td>
<td>–</td>
</tr>
<tr>
<td>Δ V90%</td>
<td>–</td>
<td>–</td>
<td>99.48 (2.14)</td>
<td>96.14 (10.51)</td>
</tr>
<tr>
<td>CTVn V95% (%)</td>
<td></td>
<td></td>
<td>99.99 (1.30)</td>
<td>96.14 (10.51)</td>
</tr>
<tr>
<td>Manual</td>
<td>0.20 (1.05)</td>
<td>0.50</td>
<td>0.20 (1.05)</td>
<td>0.12</td>
</tr>
<tr>
<td>ABAS</td>
<td>–</td>
<td>–</td>
<td>–</td>
<td>–</td>
</tr>
<tr>
<td>Δ V95%</td>
<td>–</td>
<td>–</td>
<td>0.92 (3.42)</td>
<td>–</td>
</tr>
</tbody>
</table>

CTVp = clinical target volume of the primary tumor site, CTVn-Total = clinical target volume of the nodal levels 2,3,4 and inter-pectoral, CTVn-IMN = clinical target volume of the internal mammary lymph nodes, cc = cubic centimeters, ABAS: Atlas-based automated segmentation, DSC = Dice Similarity Coefficient, HI = Homogeneity Index, V95% = volume of the CTVp covered by 95% of the prescribed dose in percent, V90% = volume of the CTVn covered by 90% of the prescribed dose in percent, Δ = absolute difference, SD = standard deviation, IQR = inter-quartile range.

In a population-based study, irradiation of IMN significantly improves overall survival in node positive breast cancer patients [8]. However, in left sided patients, balance against dose to the heart and left anterior descending coronary artery is critical. In the current study, a median 96% of CTVn_IMN volumes for both ABAS_corrected and MS were successfully covered by 90% of the prescribed dose, and the median differences in V90% and HI between ABAS_corrected and MS for CTVn_IMN were minimal, although statistically significant.

Results of a previous work have shown low contouring variability between ABAS_corrected and MS [3]. However, DSC reliability as an absolute measure of delineation variability testing has been questioned, and geometric analysis used for this purpose may have limits of performances [9]. Therefore, dosimetric comparison is recommended to evaluate the performance of automated segmentation in a more clinically relevant way [10]. Several studies have looked at the difference in DVH parameters between MS and ABAS in different tumor sites [11–16], and dosimetric analysis has been used to quantify the clinical effect of inter-observer variability in breast cancer RT [4,17]. One study has reported that inter-observer variability is responsible for a significant variability in dose coverage of the primary and nodal volumes among dose plans based on nine observers’ contouring [4], with a difference in V95% ranging between 10–25%. The current study has shown no significant difference in V95% between manual and automated segmentation of the breast with an inter-quartile range of about 5% for both. Target coverage was not influenced by the use of ABAS_corrected or MS.

Another study has evaluated the performance of ABAS of the breast in patients treated in prone position [17]. Results have shown that a DSC >0.95 against MS has been correlated significantly to better target dose coverage. Conversely, we cannot find such correlation for the breast in the current study.

A significant correlation between variability in contouring and dosimetric differences (DSC and ΔV) between MS and ABAS_corrected has been found for CTVn_IMN only. Therefore, a possible effect of the amount of variation on the dose distribution within this small structure will be expected and a minimal variation will ensure equal coverage. However, the dosimetric difference is clinically acceptable for both MS and ABAS_corrected for CTVn_IMN in this study.
Moreover, the reported dosimetric differences between MS and ABAS\textsubscript{corrected} are less than that reported in inter-observer variability studies and within the range of clinical acceptance. Therefore, the expected clinical outcome from routine use of ABAS\textsubscript{corrected} may be considered equivalent to the use of conventional MS for dose planning in loco-regional RT of breast cancer with the advantage of less time and inter-observer variability and increased consistency and reproducibility for ABAS\textsubscript{corrected} compared to MS.

Impact of ABAS\textsubscript{corrected} on organs at risk was not explored in this analysis, however, it is reasonable to assume even a lower dosimetric impact on these structures.

A potential limitation of the methodology of the current study is the use of the original dose plans based on the MS rather than generating specific plans for ABAS\textsubscript{corrected}. This may theoretically bias the results. If the volume of the ABAS\textsubscript{corrected} is smaller than the MS volume, it should be covered with the designed plans. However, structures with a comparable coverage level (CTV\textsubscript{p_breast} and CTV\textsubscript{n}) between both segmentation methods have shown larger median volumes of ABAS\textsubscript{corrected} eliminating this bias. Moreover, a better dosimetric coverage is expected if a new plan based on ABAS\textsubscript{corrected} is created. Therefore, results of the current study may represent the worst-case scenario.

**Conclusions**

Data from this analysis confirmed the low contouring variability between ABAS and MS.

Overall, comparison in HI and targets coverage showed that dose distribution was similar regardless of the use of ABAS or MS. Furthermore, no relationship was found between DSC and differences in coverage, reflecting that performances of ABAS did not affect dose parameters.

In the context of daily routine practice, ABAS could reduce the time in RT workflow, without meaningful dosimetric impact on treatment plan. This technique can be used in a multi-institutional context. Thus, ABAS is a useful tool and its implementation in clinical activity should be considered.

**Conflict of Interest statement**

None to declare.

**Acknowledgement**

ARE is supported by the Danish Government Long Term Scholarship and the Egyptian Ministry of Higher Education. BVO is supported by the Danish Cancer Society.

**References**


