COMPARISON OF RADIATION EXPOSURE TO THE PATIENT AND CONTRAST DETAIL RESOLUTIONS ACROSS LOW DOSE 2D/3D SLOT SCANNER AND TWO CONVENTIONAL DIGITAL RADIOGRAPHY X-RAY IMAGING SYSTEMS

Abdi, Ahmed Jibril; Mussmann, Bo; Mackenzie, Alistair; Klaerke, Benedikte; Andersen, Poul Erik

Published in: Radiation Protection Dosimetry

DOI: 10.1093/rpd/ncz006

Publication date: 2019

Document version: Accepted manuscript

Citation for published version (APA):

Terms of use
This work is brought to you by the University of Southern Denmark through the SDU Research Portal. Unless otherwise specified it has been shared according to the terms for self-archiving. If no other license is stated, these terms apply:

- You may download this work for personal use only.
- You may not further distribute the material or use it for any profit-making activity or commercial gain
- You may freely distribute the URL identifying this open access version

If you believe that this document breaches copyright please contact us providing details and we will investigate your claim. Please direct all enquiries to puresupport@bib.sdu.dk
Comparison of radiation exposure to the patient and contrast detail resolutions across micro dose 2D/3D slot scanner and two conventional digital radiography X-ray imaging systems

AUTHORS

Ahmed Jibril Abdi, Medical Physicist, MSc 1,*
Bo Mussmann, Researcher Radiographer PhD 2
Alistair Mackenzie, Research Physicist MSc, PhD 3
Benedikte Klaerke, Medical Physicist, PhD 1
Poul Erik Andersen, professor, head of research, PhD 4

1 Region of Southern Denmark, Clinical Engineering Department, Area of Diagnostic Radiology, .B. Winsløws Vej 4, Indgang 34, 5000 Odense C, Denmark,
2 Department of Radiology, Odense University Hospital, 5000 Odense C, Denmark
3 National Coordinating Centre for the Physics of Mammography, Royal Surrey County Hospital, Guildford, GU2 7XX, United Kingdom
4 Department of Clinical Research, University of Southern Denmark, 5000 Odense C, Denmark

* E-mail: ahmed.abdi@rsyd.dk, Phone: +45 20422535
ABSTRACT

Purpose: To assess and compare the radiation dose and image quality of the micro dose 2D/3D EOS slot scanner (MDSS) to conventional digital radiography (DR) X-ray imaging systems for chest and knee examination protocols.

Methods and materials: The effective doses (ED) to the patient in the chest and knee clinical examination protocols for MDSS and DR X-ray imaging systems were determined using the dose area product and PCXMC Monte Carlo simulation software. The CDRAD phantom was imaged with 19 cm, and 13 cm thick Polymethyl Methacrylate (PMMA) blocks to simulate the chest and knees respectively of a patient of average adult size. The contrast detail resolution was calculated using image analysis software.

Results: The EDs for the MDSS default setting were up to 69% and 51% lower than for the DR systems for the chest (speed 4s) and knee (speed 6s) protocols respectively, while for the increased dose level setting then the EDs were up to 42% and 35% lower than for the DR systems for the chest (speed 6s) and knee (speed 8s) protocols respectively. At the default setting the contrast detail was lowest for the default setting of the 2D/3D micro dose slot scanner (MDSS) for both chest and knee examinations, but at the highest dose levels then the threshold were equal or higher than the contrast resolution of DR imaging systems.

Conclusion: The MDSS has the potential to be used for clinical diagnosis of chest and knee examinations using the higher dose level. For speed 6s in chest protocol and speed 8s in knee protocol, the measured contrast detail resolution was comparable with the DR systems but at a lower effective dose.
1. INTRODUCTION

The number of X-ray examinations has been increasing over the last decades. Also, X-ray imaging systems have been improved in order to minimise radiation exposure to the patients while maintaining sufficient clinical image quality. The micro dose 2D/3D slot scanner (MDSS) is a relatively new X-ray imaging system that produces two-dimensional (2D) X-ray images similar to those derived by conventional radiography imaging systems. However, this system differs from conventional systems in that it uses slot-scan technology, which means the system scans one line at a time rather than capturing the entire image from a single exposure. The system vertically scans the entire or a single part of the body, with the patient in a weight-bearing position. The MDSS imaging system takes simultaneous images in two planes (posterior-anterior and lateral). By using a computer algorithm, the system can construct three-dimensional (3D) surface images from the simultaneous two-plane images. The MDSS is designed to lower patient doses compared with conventional digital radiography (DR) X-ray imaging systems and a few studies have shown substantial clinical potential for dose savings compared to DR and computed radiography (CR). The MDSS X-ray imaging system is mainly used to obtain overview images in patients with scoliosis and to measure the length of lower extremities. To our knowledge, the MDSS X-ray imaging system is currently not used for diagnostic X-ray examinations, as comprehensive studies to determine whether this system can be used for other anatomical regions have not been undertaken. There is an indication that the MDSS imaging system has a potential for use as a conventional radiographic imaging system. It has also been shown that the image quality of the MDSS imaging system is comparable to that of conventional DR imaging systems for the clinical spine protocol. More comprehensive research and investigations are needed to assess if the MDSS imaging system can substitute clinical X-ray examinations for other anatomical regions.

The purpose of the study was to assess the radiation dose in chest and extremities protocols using the MDSS imaging system compared to two DR systems. Contrast detail resolution is a useful parameter and objective method for evaluating the overall image quality of X-ray imaging systems. The radiological image of the CDRAD test object can also be scored subjectively by observers or using automatic scoring software. To investigate whether the MDSS X-ray imaging system can be used in clinical practice for X-ray imaging examinations, the image quality of the MDSS was evaluated objectively and compared to the results of examinations of thorax and extremity regions using conventional DR X-ray imaging systems.
2. MATERIALS AND METHODS
The following equipment and tools were used to assess radiation exposure to the patient and to determine the contrast detail resolutions of different clinical examination settings in MDSS imaging system and two conventional DR X-ray imaging systems. The image quality (contrast detail resolution) and radiation exposure of the systems were then evaluated and compared.

2.1 Imaging systems
The MDSS imaging system (EOS SA, Paris, FRANCE) (www.eos-imaging.com) allows the acquisition of two simultaneous X-rays images, which are the posterior-anterior and lateral projections. Using these two-dimensional (2D) images, it is possible to derive three-dimensional (3D) model images for angulation and distance measurements. It is also possible to activate only one source of the system to acquire a 2D image. When the two sources of the system are activated, the MDSS system is comparable to a conventional biplane radiological imaging system. The system also has two 1 mm thick gaseous X-ray detectors, which are placed perpendicular to each other in the PA and lateral positions.

Two conventional DR X-ray systems were used for comparison:
- DR system 1: Philips Digital Diagnost (DiDi) DR X-ray imaging system (Philips Healthcare, Best, Netherlands) with a Trixell flat panel wall stand detector.
- DR system 2: Siemens Ysio DR X-ray imaging system (Siemens Healthineers GmbH, Forchheim, Germany) with a Trixell flat panel wall stand receptor

2.2 Phantoms
A 40 cm x 40 cm, 18 cm thick block of Polymethyl Methacrylate (PMMA) was used, with the addition of a 1 cm thick CDRAD test object (in total 19 cm thick PMMA attenuation plates), which corresponds to the typical patient with average adult thickness was used for the chest protocol. To simulate the attenuation in a typical extremity examination, a 12 cm thick PMMA block plus 1 cm of CDRAD PMMA test object (13 cm in total) was used for knee protocol.

The chest and neck part of Alderson phantom (Radiology Support devices (RSD), Alderson phantoms, Long Beach, CA 90810 USA) was used to measure the organ doses directly in the chest examination protocol. This Alderson anthropomorphic phantom is suitable for measuring doses for specific organs in a human body exposed during a diagnostic X-ray examination.

The contrast detail resolution of the systems was evaluated using the CDRAD phantom (Artinis medical systems B.V, Elst, The Netherlands). The CDRAD contrast detail test object is a PMMA attenuation plate with dimensions of 26.5 cm x 26.5 cm x 1.0 cm, and contains 225 squares, 15 rows and 15 columns. The squares of the top three rows show only one cylindrical hole each, while the squares in the remaining 12 rows each contain two cylindrical holes. For the squares containing two holes, one of the holes is always placed in the centre of the square, while the others are randomly placed in one of the square’s corners. The depth and diameter of the holes vary between 0.3 and 8 mm (Figure 1).
The horizontal contrast axis (x-axis) represents the depth of the holes and the vertical contrast axis (y-axis) the diameter of the holes. The CDRAD analyser software calculates the image quality figure (IQF) which is an important parameter that describes the overall contrast detail visibility of the radiographic images. Low IQF values indicate better contrast resolution. The IQF is defined by the following equation (1) \(^{18,22}\):

\[
\text{IQF} = \sum_{i=1}^{15} C_i \cdot D_{i,j}
\]  
(1)

where \(D_{i,j}\) denotes the threshold \((j)\) diameter in contrast to columns \(i\) and \(C\), the correctly identified contrast values.

Usually, the inverse image quality figure (IQF\(_{\text{inv}}\)) is used to evaluate the quality of the radiographic images. The IQF\(_{\text{inv}}\) is defined by the following equation (2) \(^{17,18,22}\), i.e. the higher the IQF\(_{\text{inv}}\), the better the image quality.

\[
\text{IQF}_{\text{inv}} = \frac{100}{\sum_{i=1}^{15} C_i D_{i,j}}
\]  
(2)

2.3 Software

CDRAD image analyser software version 2.1.9 (Artinis medical systems B.V.) was used to calculate and automatically score the contrast detail resolution of the CDRAD radiographic images obtained with the different systems.

PCXMC version 2.0.1 Monte Carlo patient simulation software program (The Finnish Radiation and Nuclear Safety Authority (STUK), Helsinki, Finland) was used to calculate the effective doses (ED) of the patients.

2.4 Dosimeters

Piranha 657 (RTI Group, Mölndal, Sweden) is a solid-state dosimeter and was used to measure the entrance exposure to the patient. Thermo-luminescent dosimeters (TLD) detector type; MTS-N, Phosphor, LiF: Mg, Ti, (Batch number, RS1290/12, 30-003 Krakow Poland), were used to measure the absorbed organ doses of three organs. Five acquisitions were taken for the chest in both posterior-anterior (PA) and lateral (LAT) projections in chest examination protocol. In every acquisition, three TLD dosimeters were placed in the Alderson phantom, one TLD dosimeter was placed in the Thyroid gland area, and the other two were located in the right and left lung, respectively. The absorbed organ doses are the average values of these five measurements per organ. A TLD-reader, RadPro International GmbH, 42929 Wermelskirchen, Germany, was used to read the measured organ doses.

2.5 Clinical examination protocols

The radiation exposure to the patient and contrast detail resolution in chest and knee protocols for all three imaging modalities and their respective examination protocol settings were measured and
compared. The chest protocol was used for detecting low contrast details in order to diagnose lung diseases such as metastases or pneumothoraxes\textsuperscript{23}. The knee protocol was used to diagnose the high contrast resolution of bone structures or fractures. The examination protocols and their respective dose level settings are shown in Table 1. The DR imaging systems consist of two different modalities, which are designated ‘DR system 1’ and ‘DR system 2’.

It is possible to set the scan speed for all clinical applications of the MDSS imaging system between a speed of 1 and 8 seconds. The speed corresponds to the scan time, i.e. the higher the speed, the longer scan time and thus increased radiation exposure to the patient. Increasing the scan time from 4s to 8s results in approximately double radiation dose. In this study, the MDSS imaging system was set at different dose levels. These dose level settings are compared to the default settings of DR imaging systems. To achieve the highest dose level of MDSS imaging system, the dose level in MDSS imaging system of both chest and knee protocols was set to speed 8s. To investigate the best comparable contrast detail resolution for MDSS to the conventional DR X-ray imaging systems, the three dose levels have been set in the chest examination protocol. These dose levels are named as low dose level (speed 4s), medium dose level (speed 6s) and high dose level (speed 8s). However, there are only two dose level settings used in knee protocol, which are speed 6s and 8s.

2.6 Determination of radiation exposure to the patients
The measured entrance exposure was used to calculate and verify the Dose Area Product (DAP) of all X-ray imaging systems (Figure 2). 19 cm thick PMMA attenuation plates for chest protocol and 13 cm thick PMMA plates for knee protocol were placed on the wall stand detector to simulate the attenuation and scatter associated with patients of average adult size. A Piranha solid-state dosimeter, which is shielded against backscatter was placed on the PMMA blocks to measure the entrance exposure to the patients. In all imaging systems and all above-mentioned examination protocols, the entrance exposure (incident air kerma) was measured directly using the solid-state dosimeter. These measurements combined with the exposed area were used to verify the DAP values from the systems’ DAP meters, using the following equation.

\[
\text{DAP} = A_{\text{beam}} \times D_{\text{measured}} \quad \text{[mGycm}^2\text{]}, \quad (3)
\]

where the \( A_{\text{beam}} \) is the irradiated area, and \( D_{\text{measured}} \) is the dose measured on the entrance surface of the patient (PMMA plates).

2.7 PCXMC simulations
The effective dose to the patient was calculated using the verified DAP values and simulated using the PCXMC software program. The effective dose was calculated according to the approach in the International Commission on Radiological Protection publication 103 (ICRP, 2007)\textsuperscript{24}. It is not straightforward to use the PCXMC Monte Carlo algorithm to calculate the effective doses for the slot scanner based beam compared to the conventional X-ray exposure. Thus, the effective dose calculations in MDSS for the chest protocol were obtained using the method described by \textsuperscript{25,26}. The
beam width and length are 400 mm x 0.5 mm and 360 mm x 0.5 mm for the chest PA and lateral projections respectively. The effective dose was calculated for each projection, and then these values are summed for all 800 simulations to give the total effective dose. The MDSS imaging system's nominal operating exposure parameters in the chest examination protocol, which were used as the input to the PCXMC software for simulating the effective doses to the patient are summarised in Table 2. As the dose to the knee is minimal, this method could not be applied for the calculation of effective dose in knee protocol. The calculated effective dose for the extremity (knee) is not sufficient for risk assessment of radiation dose to the patient. However, the effective dose estimation for the knee protocol in this study was used only for comparison purpose between the imaging systems. The absorbed dose to the lower leg bones (LLB) in the knee protocol was also determined.

2.8 Directly measured radiation exposure to the organs
The Alderson phantom (figure 3) was used to measure the organ doses directly from the lungs and thyroid. Five TLD dosimeters were exposed per organ. The TLD dosimeters for the lungs were placed on symmetrical sides of the chest area in the Alderson phantom, which is slice 15 on the phantom height. The TLD dosimeters were placed in the lung area according to the instructions of the Alderson phantom and as same as described by Cakmak et al. The locations of the TLD dosimeters on the Alderson phantom are illustrated in Figure 3. In the MDSS imaging system, the TLD dosimeters were also exposed in the preview (scout) acquisition modes in both projections (PA and lateral).

The directly measured organ doses were also compared to the simulated organ doses. The difference between the measured and the simulated organ doses was calculated using the following formula:

$$\frac{D_m - D_c}{D_m} \times 100\%$$  \hspace{1cm} (4)

where the $D_m$ is the measured organ dose, and $D_c$ is the calculated organ dose.

2.9 Contrast detail resolution measurement
The CDRAD test object was sandwiched between the PMMA attenuation blocks. The CDRAD test object and PMMA attenuation blocks were centred in the middle of the X-ray beam. Ten images of the phantom were acquired for each protocol. The contrast detail resolution measurement setup is illustrated in Figure 4.

2.10 Evaluation of contrast detail resolution
To evaluate the image quality of all systems objectively for the chest and knee protocols, the CDRAD analyser software package was used to score the acquired images of the CDRAD test object automatically. The CDRAD analyser software requires a minimum of ten input images acquired using the same radiographic factors to produce one contrast detail curve. CDRAD phantom images in DICOM format were sent to a PACS station or collected directly from the imaging modality. The CDRAD analyser software was used to automatically determine the IQF and IQF, contrast detail curves (CDC) and percentage detected of the CDRAD phantom. The percentage of the total detected
(%) of the CDRAD image is the ratio of correctly identified hole-positions to the total number of squares of the CDRAD test object. The correct observed ratio is calculated as in equation 428,29.

Correct observation ratio = \[
\frac{\text{Correct observations}}{\text{Total number of squares}} \cdot 100\% \quad (4)
\]

2.11 System settings

The differences between the default parameter (exposure parameter) settings of the three imaging systems are source image distance (SID), tube voltage (kV), additional filtration and other relevant parameters in both clinical examination protocols (chest and knee). These differences are summarised in Table 3 and 4. An anti-scatter grid was used on the chest protocol of both DR systems, whereas the MDSS images were acquired without an anti-scatter grid. In addition, none of the imaging systems used an anti-scatter grid for the knee protocol.
3. RESULTS

3.1 Verification of DAP values
The DAP meters outputs were tested for all protocols, the maximum deviation between the displayed and calculated DAP values was 8.5%, which was within a tolerance of \(\pm 25\%\).\(^{30,31}\)

3.2 Organ dose measurement
The directly measured organ doses in the chest protocol for all imaging systems and their respective settings are summarised in Table 5. The measured doses in the left lungs are higher than the doses measured in the right lungs, as the left lungs are closer to the X-ray source in the lateral projection. Both DR systems have higher organ doses compared to the organ doses of MDSS imaging systems for all speeds. The DR system 2 has the highest organ doses. Organ doses for the MDSS systems approximately increase in proportion with the selected speed. The organ doses of MDSS speed 8s should be approximately double as high as the organ doses of MDSS speed 4s. There are several factors including measurements uncertainty, uncertainties related to the TLD dosimeters and reading uncertainty, which may explain some of the inconsistencies between the dose level settings (speeds) and organ doses. There were also differences between the phantom and calculated values, which is due to a difference in size between the physical and the virtual phantoms. Figure 5 shows a comparison between the average of the measured organ doses and simulated organ doses in chest examination protocol for all imaging systems.

3.3 Calculated effective doses
The calculated effective dose (ED) in chest protocols for all imaging systems are given in Table 6. The DAP values from the systems were used to calculate the effective doses (ED). The corresponding calculated ED results for the knee protocol of all imaging modalities are summarised in Table 7. The calculated effective doses for both chest and knee examination protocols is less for all of the dose levels of the MDSS imaging system compared to DR imaging systems. The percentage difference in effective dose between the MDSS settings (speed 4s, speed 6s and speed 8s) and DR imaging systems in both chest and knee protocols are summarised in Table 9. Figure 6 (a and b) illustrates a comparison overview of the calculated effective doses on both chest and knee protocols for all imaging systems. The total calculated effective doses of all dose level settings for the MDSS included both the preview (scout) mode and the primary exposure. The comparison of calculated absorbed organ doses to the lower leg bones (LLB) in knee protocol for all imaging systems are illustrated in Figure 6 (c). The DR systems 1 exposes the highest dose to the LLB and MDSS speed 6s has the lowest dose to LLB, which corresponds to the effective dose in knee protocol.

3.4 Image quality figure (IQF) and contrast detail resolution
The IQF, IQF\(_{inv}\) and total detected percentage of the CDRAD phantom images in both chest and knee protocols are given in Table 8. CDRAD analyser software calculates the IQF and IQF\(_{inv}\) parameters automatically. The percentage detected is the percentage of the detected hole-diameter and hole-depth of the images. The IQF\(_{inv}\) for the chest and knee protocols for all imaging systems is shown in Figure 7.
In order to produce a contrast detail curve, the depth of the CDRAD phantom thinnest visible holes is plotted against the hole diameter. To compare the contrast detail resolution of all imaging systems, the contrast detail curves are plotted in the same coordinate system and given in Figures 8 and 9, which are for chest and knee protocols respectively. The more the curve is located at the lower left side of the coordinate system the better contrast resolution has the imaging system. According to the contrast detail curves of the chest examination protocol shown in Figure 8, the DR System 2 and MDSS high-dose protocol settings (speed 8s.) have the best contrast detail resolutions. The DR system 1 is slightly better for the small hole-diameters of the phantom, where the MDSS speed 8s is the best for the large hole-diameters in the chest protocol. The overall IQF_{inv} of MDSS speed 8s is 2.72, whereas the total IQF_{inv} of DR system 1 is 2.59. The DR system 2 and MDSS speed 6s has the same image contrast resolution. The IQF_{inv} of DR system 2 and MDS speed 6s are 2.51 and 2.48 respectively.

The corresponding contrast detail curves of knee protocol for all imaging systems are plotted in the same coordinate system and shown in Figure 9. Imaging systems DR system 1 and MDSS speed 8s has the highest scored overall IQF_{inv} in knee protocol. The IQF_{inv} of DR system 1 and MDS speed 8s are 3.37 and 3.20 respectively.
4. DISCUSSION

There was wide variation between the settings of the exposure parameters of the imaging systems used in this study. The SID, tube voltage, filtration and exposure mode are different in the clinical setting for the imaging systems. However, both image quality (contrast detail resolution) and radiation exposure to the patients in all imaging systems and dose level settings were broadly comparable.

4.1 Patient dose

According to the measured absorbed organ doses from chest protocol imaging shown in Table 5, the default setting (speed 4s) in the MDSS imaging system gave the least absorbed dose to the patient compared to all other systems and settings, while the DR system 1 exposes the highest organ dose and effective dose (Table 6) to the patients. The thyroid is located outside the direct radiation beam and was exposed only to the scattered radiation; therefore, the absorbed doses for thyroid are lower than the absorbed doses for the lungs. There is a difference between the directly measured organ doses and the simulated organ doses. The average of directly measured absorbed lung doses were between 17% and 30% higher than the simulated lung absorbed organ doses. However, the difference between the calculated and measured organ doses to the thyroid ranges 17% to 25%. This difference applies to all imaging systems and settings in the chest protocol. The PCXMC software calculates the dose to the lungs as a whole rather than separately. Therefore we have average the measured lung doses for the right and left lungs. The calculated (simulated) doses of both lungs correspond roughly to the directly measured dose to the right lung. The directly measured doses to the left lung are higher than the directly measured doses to the right lung because the left lung is closer to the X-ray source in the LAT acquisition.

The measured organ doses in MDSS imaging system for both chest and knee protocols are less than the measured organ doses in DR imaging systems. However, the default setting (speed 4s) exposes the minimum radiation to the measured organs. In general, the DR system 1 exposes the patient to the highest radiation doses in both chest and knee clinical examination protocols. The measured organ doses in DR system 1 are also the highest compared to the other imaging systems and settings.

4.2 Chest protocol

The highest dose level setting (speed 8s) of MDSS imaging system for chest protocol was shown to have the highest IQF values. On the other hand, the medium dose level setting of MDSS (speed 6s) and DR-system 2 in chest protocol have the same IQF values. The default setting of MDSS (speed 4s) acquisition had the lowest IQF for the chest protocol. These results indicate that speed 4s of the MDSS would be inferior in terms of image quality compared to the DR systems but that speed 6s or 8s may be suitable, but with the advantage of a lower patient dose. The ED dose reduction compared to the DR systems was up to 17.6%, 42.6% and 60% lower for the speed 8s speed 6s and speed 4s respectively of the MDSS system.
4.3 Knee protocol

The DR system 1 had the best contrast detail resolution for the knee protocol, whereas the MDSS speed 8s had the second best contrast resolution and provided better IQFinv than the DR system 2. The default (speed 6s) for the MDSS had an inferior image quality compared to the DR systems, but the higher dose (speed 8s) may be acceptable for imaging of the knee. The ED dose in the default MDSS knee protocol setting (speed 6s) was between 47% to 51% lower than for DR imaging systems, while the high level dose setting of MDSS (speed 8s) ranged between 29% and 35% lower than the DR imaging systems. The absorbed organ dose lower leg reduction compared to the DR systems was up to 24% and 51% lower for the speed 8s and 6s respectively of the MDSS system.

4.4 Comparison of the systems

The image quality and effective dose to the patient for two conventional DR systems in clinical use were assessed for comparison. There is no consensus on the optimal imaging conditions for a chest x-ray, but often images are acquired with 125kV and an anti-scatter grid. The DR systems in this study used a tube voltage higher than 125kV for chest imaging. The exposure parameters of these systems may not necessarily be optimally adjusted, but the images were considered clinically acceptable. It is possible that another DR system may be better than the two DR system in this study. The overall assessment of the results achieved in both image quality measurement and determined radiation exposure to the patients of the systems in both chest and extremity protocols indicates that the MDSS imaging system has the potential to provide sufficient diagnostic information and at the same time save patient doses compared to conventional DR X-ray systems. Additional clinical and technical studies and comprehensive clinical audit should be carried out to test if the MDSS X-ray imaging system can be used for diagnostic purposes. The advantage of this study is that the results obtained in image quality are based on an objective assessment, which is independent of a subjective assessment of observer scoring.
5. CONCLUSIONS

The contrast detail resolution of the MDSS high and medium dose levels (speed 6s and 8s) settings in chest examination protocol have been found to be equal to or higher than the contrast detail resolution of both DR imaging systems. The contrast detail resolution of the MDSS high-level dose (speed 8s) setting in knee examination protocol is the same as or higher than the contrast detail resolution of DR imaging systems. At MDSS speed 8s in knee protocol and speed 6s in chest protocol, there is a potent dose saving without compromising the image contrast. If the MDSS imaging system is operated at these higher dose levels, then it has potential to be used for more than quantifying leg length or scoliosis and may be usable for a broader range of imaging including diagnostics.
6. REFERENCES


7. LIST OF FIGURES:

Figure 1: a) Radiographic image of the CDRAD test object containing 225 details patterns. b) Visual illustration of the CDRAD test object composed of PMMA attenuation plate with holes (CDRAD test object user manual).

Figure 2: DAP verification setup with the irradiated area and solid-state dosimeter placed in the centre of the radiation beam for DR imaging systems, AEC = Automatic exposure control.
Figure 3: Dose measurement setup on Alderson phantom, (a) Alderson phantom with organ overview (b) positioning of dosimeters for Lung dose and Thyroid dose measurement indicated with arrows.

Figure 4: A 3D side view schematic diagram of the contrast detail resolution measurement setup for all imaging systems and settings, SID = source to image distance.
Figure 5: Comparison between the average of the measured absorbed organ doses and simulated absorbed doses in chest protocol for all imaging systems.

Figure 6: Comparison between effective doses in (a) chest protocol for all imaging systems. (b) knee protocol for all imaging systems and (c) lower leg organ dose (LLB OD) for all imaging systems in knee protocol.
Figure 7: Comparison of IQFinv between all imaging systems for chest and knee protocols

Figure 8: The contrast detail curves in chest protocol for all imaging systems
Figure 9: Comparison between contrast detail curves for all imaging systems in knee protocol.
8. ACKNOWLEDGEMENTS

We appreciate the help of the Clinical Engineering Department at the Southern Region of Denmark for their valuable support, providing most of the equipment used in this study including phantoms, dosimeters and software. We are grateful for the use of the X-ray equipment in the Radiology Department at the Odense University Hospital. We also acknowledge the support of the EUTEMPE-RX module 7, ‘Optimisation of X-ray imaging using standard and innovative techniques’ in the development of the research ideas and plan.